Contamination control area refers to the control / eliminated of the activities of microorganisms present in the materials or process. This technique to eliminated is major importance in this study are those that cause food spoilage and are infectious. The principal areas of interest in this study are health, aerospace and food industry because the materials utilized in the process charging the contamination; thus, to control these microorganisms, moist heat and chemicals are used. However, technological development has led to a problem with some portable-materials, as these techniques are not suitable in specific cases in which there may be material damage and health safety problems. To address these problems, the present research identified a new constructive experimental device that has a triple deck (UV, Ozone, and UV-Ozone). This configuration can sterilize material with photochemical process cannot be damaged. After this protocol was generated, flat plate materials were contaminated with E. coli and 3 different configuration protocols were applied. The results show a microbial reduction of approximately 99.999% after an exposure of 30 -40 min with ozone/UV, 30 min with UV-only, and 20 min with ozone. This device has the ability to sterilize the materials.
Introduction
Contamination control area refers to the control microorganisms present in the materials and process. This technique to eliminated is major importance in the dental offices, pharmaceutical industries, chemical laboratories, food industry and aerospace, because the materials utilized in the process charging the contamination (principal microorganism). These biological agents can transmit infectious various types of the diseases. Traditional decontamination of materials is performed by autoclaving with moist heat or ethylene. High temperatures and pressures are applied that can denature proteins from microorganisms, disrupting the replication of microorganisms. This process is indicated for heat stable materials or devices (materials that do not change physical-chemical characteristics when having a temperature variation) (Gayá n et al.2014; Atlas et al., 1995; Friedberg et al., 2005) .
Decontamination of thermosensitive materials involves chemical solutions. Sterilization of materials and devices by moist heat for the optimal time oxidizes biological structures of microorganism, and the protocols used are indicated by the World Health Organization (WHO) or the Food and Drug Administration (FDA) and require devices (autoclave) or other substances (Block, 2001; Guzel-Seydim,2004 ). However, scientific methodologies for contamination control that can protect human health and the environment in an economically beneficial way have been described. In 2002, the use of chemical substances to solve environmental problems was described for medical-dental instruments. The environmental problems and the industrial evolution of materials highlights the need to create new protocols for efficient microbiological control in medical materials.
This study describes the technological development has led to a problem a with some portable-materials, as these techniques are not in specific cases in which there may be material damage and health safety problems. This configuration can sterilize material with photochemical process, a device was developed and used in a triple platform for sterilization: UV, Ozone, UV-Ozone; the operation of these systems was demonstrated [6] . The capacity to decontaminate some portable-materials within the same device is a challenge in autoclaves. Some materials do not support heat and vapor while others cannot be in contact with ozone. Therefore, a 3-fold device is a platform with many capabilities.
Material and Methods

Manufacture Device
The external structure of the device is an Autoclave Vitale 21 L (Bio-Art, Sã o Carlos, Sã o Paulo, Brazil), composed of aluminum. The quartz windows and moldings were sealed with O-rings to support high and low pressure.
The ozone generator inserted in the prototype was an Enaly /OZ-3ON (Enaly, Hong Kong, China) with an output of 100-200 mg/h. Ozone was integrated as needed into a 3-way solenoid valve (Thermoval, Cravinhos, Sã o Paulo Brazil) to control the gas flow in the tank.
A UV lamp was used with a radiated power of 200-280 nm (UVC) and 0.9 W (OSRAM, Sã o Paulo, Sã o Paulo, Brazil), and the control process was performed with a programmable controller (Dakol, Sã o Paulo, Sã o Paulo Brazil).
Characterization
The light intensity in the prototype was controlled by an optical fiber connected to a spectrometer (USB 2000 + UV-vis ocular optics) with a spectral range of 200-850 nm and an integration time of 1-65 ms (Fig. 1 ). The distribution of UV light in the autoclave was determined at the central point, which is indicated with a red dot. The black arrows indicate directions of (A) higher than (H) a two-sided point on the right tank (R), one point on the left tank (L) and another below point (B).
There are three red dots in part B of Fig. 1 : point one is the front of the autoclave, point two is the middle of the autoclave, and point three is the bottom of the autoclave.
UV intensity data collection was performed three times in each direction (black arrow) and along the three-point lines (red dot).
Microbiological Sterilization
Microbial inactivation tests were performed with E. coli ATCC 25922, a member of the culture collection of the Biophotonics Laboratory of the Sã o Carlos Institute of Physics (SP, Brazil) from the American Type Culture Collection.
E. coli (10 μL) in a suspension of 10 -9 (CFU / mL) was inoculated in quartz plates. The experiments were performed under the following conditions: ozone, ozone + UV, and UV. Aliquots (100 μL) were collected at time intervals and diluted to 10 -1 to 10 -6 in PBS; then, colony-forming units (CFU) were determined.
Results and Discussion
The mechanical device used in this research was built in the optical laboratory of the University of Sã o Paulo and has intellectual protection from the National Institute of Intellectual Property (NIIP) with registration number BR2020160165941. The design is shown in Fig. 1 -C. Fig. 1-D shows four UV lamps surrounding the outer frame. A detailed description of the device and its UV /O 3 properties is described as follows: the mechanical design was modeled in a program for basic aspects, such as flow of ozone in the system using a 3-way solenoid to control and direct the catalysis or generation of ozone. The system operates with air present in an autoclave at room temperature without increasing the pressure in the device. The prototype includes selector valves, an ozone generator, UV lamps and electrical systems without a closed flow catalyst. The device was manufactured with a metallic structure, and components were inserted as a catalysis system. A programmable logic controller (PLC) to control the process was used in this prototype. To simulate the light distribution on the tank, a flat plate with an optimal absorbance was inserted, across the longitudinal axis ( Fig. 2 -A) . A-) Position of the plate for analysis of the light distribution on the autoclave tank; 1-) the part that protects the lamp and is fixed in four locations; 2-) quartz that passes the UV wavelength; 3-) the plate for analyzing the light distribution. B-) The light distribution of the flat plate for analyzing the area with UV.
The results of the distribution are shown in Fig. 2 -B , and the distribution shows UV present in homogenous areas and UV absent in parts without light. This aspect is important for contamination control. As shown in fig. 2 , there was a uniform light distribution in the apparatus. The purple region of the illuminance map represents the minimum intensity, and the green region represents the maximum intensity. In the central part, the maximum intensity was observed because of the distribution of the four lamps positioned at the front and the two lamps at the back. This configuration produces a homogeneous distribution. The light intensity was quantified with an energy meter. Energy delivery was measured at a range between 0.09 and 0.15 mW/cm² . In the middle part of the tank, the intensity variation was between 0.44 and 0.84 mW / cm² , and the light intensity of point 1 was in the range of 0.17 to 0.99 mW /cm² . Table 1shows the minimum dose of UV light needed for the elimination of some microorganisms. The exposure time of UV was approximately 30 min, and the light dose was calculated for the minimum and maximum intensities on the device (Table 2) . Table 2 shows the light distribution in the tank with the minimal exposure doses in the microorganisms. The results of the microbial death tests were analyzed according to colony forming units using ozone, cycles of UV, and ozone / UV. The sterilization results after the UV protocol are shown in fig. 3 . Figure 3 . The results of the microbial death tests were analyzed according to colony forming units using ozone, cycles of UV, and ozone / UV. The sterilization results after the UV protocol , 10 8 and 10 6 colony-forming units per mL (CFU/mL); C-) combined application of UV and ozone for sterilization for 40 minutes with 4 distinct initial concentrations of 10 10 , 10 9 , 10 8 and 10 6 colony-forming units per mL (CFU/mL). , 2004) . Another reported mechanism is the oxidation of the polyunsaturated fats presents in microorganisms, but this process does not have a specific oxidation site (Solomons, 2006) . Dysfunction is generated by the attack, not a directed action, on the semipermeable membrane. Consequently, oxidation of ribonucleic acids occurs in the core or cytoplasm. The cellular wall ruptures, resulting in the diffusion of molecules within the cell and interference in cellular activities (Junqueira, 1998) . Oxidation of the basic components of biological systems interferes with the energy level as enzymes and enzyme substrates are inactivated when cells are exposed to gases (Aguiar, 2006) .
In gram-negative bacteria, gaseous ozone acts on lipoproteins and polysaccharides. These components and the cell are destroyed, which increases ozone permeability. E. coli has a high resistance to gaseous ozone because it has a double lipid layer (Tortora, 2009). As shown in fig. 5 -A, microorganisms in contact with gaseous ozone are degraded, and the cell membranes of gram-negative microorganisms are modified. Figure 4 . A-) Schematic of the mechanisms of action of ozone in the cellular membrane of a microorganism; the evolution time and perfusion of molecules into the cell from the oxidation process; B-) schematic of the UV and ozone attack in a microorganism when placed in a multifunctional autoclave Reportedly, UVC (200 -280) irradiation can damage nucleic acids present in organisms because DNA absorbs energy when delivered in microorganisms. Pyrimidine molecules contain nitrogenized bases, and when photons are present, two main excited states exist, 1 * or 1 *, resulting in subsequent pyrimidine dimer formation [2] . However, microorganisms have defense mechanisms when there are mutations in the base structure, leading to an immediate recovery of photoproducts. Chemical compounds damage a DNA strand, (Figure) , and when the rate of regeneration is slower than the rate of damage, DNA cannot be transcribed or replicated, leading to the death of the microorganism. (Gayá n et al., 2014; Friedberg et al., 2005; Block, 2001 ).
Reduction of the time needed for sterilization of biological materials is needed. A time of 20 min was needed to eliminate a low concentration of microorganisms, and at a higher concentration, there was a decrease of approximately 3 log 10 (CFU/mL) with a large offset between samples. After 30 and 40 min, there were no microorganisms detected during testing. UV damage in DNA at a specific wavelength of 254.3 nm increased absorption and increased the likelihood of microbial death because of the photopolymerization of thymine present in DNA. An increase in DNA damage affects regeneration and functions in microorganisms, resulting in microbial death (Friedberg, 2005; Sinha, 2002) . However, ozone is part of the oxidation chemical process and attacks the double bonds present in the proteins and lipids around the structure of the microorganism (Burnett, 2007; Kim 1999 ).
The decontamination mechanism in biological materials is different for ozone and for UV. Ozone oxidizes proteins, lipids, and fats in the protective layer of cells and does not selectively oxidize the double bonds present in microorganisms (Medeiros, 2010) . The sterilization method with UV and ozone presents distinct actions in microorganisms and simultaneously creates a difficult environment for the biological materials present in the plates (Burnett, 2007; Santos et al., 2010) . The mechanism of the reaction with ozone plus UV was described by Sidney-Chapman (Burnett, 2007) 
Ozone decomposition:
Equations 1 and 2 show that for wavelengths between 240 and 320 nm, bonds present on ozone molecules have the capability to be broken, creating a radical oxygen with a high capacity for oxidation. This oxidation can attack several bonds present in molecules in microorganisms, such as those of lipids, proteins, and basic compounds. Cells within microorganisms can have altered primary characteristics (for example, structural changes) because this reaction does not have a selective mechanism (Solomons, 2006; Burnett, 2007; Kim, 1999) . This instrumental study demonstrates the possibility of using the same platform for three microbial agents in a single device since the simultaneous use of UV and ozone can decrease the time needed for sterilization, which may be due to the initial UV action, as shown in fig. 3 -C. Microorganisms may become more vulnerable to the oxidizing action of ozone ( fig. 5 -B) , decreasing the sterilization time of the device.
Conclusions
This study shows that the inactivation of microorganisms in the flat plate test in the UVC protocol requires 30 minutes for sterilization of 10 6 , 10 8 , 10 9 CFU/mL of the E. coli (ATCC -25922); however, for 10 10 CFU/mL, a decrease of 99.9% of the microorganism was observed in the flat plate. Between 30 and 40 min, microorganism growth was not observed. At this time frame, we determined that the flat plate was sterilized; therefore, this technique has the capability to perform sterilization. Moreover, the other protocol is only applied with ozone under the same conditions and microorganism concentration; however, these results differ from those described above because within 40 min, the entire sample was sterilized at different concentrations, and it is possible to utilize the ozone protocol in the multifunctional autoclave. The last validation process is application of the ozone + UV protocol. Under the same conditions, with the conjugate protocol, the growth of E. coli was reduced at almost every concentration tested, although at 10 10 CFU/mL, E. coli growth was reduced by 99. 9%. A sterilization time of 40 min inactivated the microorganism. The results of this study show that contamination control and the photonic technique results were good with the application of ozone, UV, and ozone/UV.
